Modeling the current flow distribution in the brain is in the core of many neuroimaging and functional 52 brain mapping techniques. The currents-of-interest can be either externally induced by transcranial 53 brain stimulation (TBS) methods, such as transcranial electrical stimulation (TES) or transcranial 54 magnetic stimulation (TMS) or can result from neuronal activity in which case they can be measured 55 using potential differences on the scalp (EEG) or by recording the produced magnetic fields (MEG). 56
In TBS, the individual anatomy has a large, and often counter-intuitive, impact in shaping the current 57 ensuring that the highest field strengths are contained to the region-of-interest (Dmochowski et al., 68 2011; . This opens the door for personalized treatment approaches in a variety 69 of brain disorders ranging from major depressive disorder (Csifcsák et al., 2018) to motor 70 rehabilitation after stroke Minjoli et al., 2017) . 71
Although practically relevant results have been obtained from simulation studies, which support the 72 usefulness of individualized head models, one of the key challenges is the direct in-vivo validation of 73 the electric field simulations in the human brain. The modeling process includes uncertainties, mainly 74 related to the segmentation of the anatomy (Nielsen et al., 2018) and spatial tissue conductivities 75 , which propagate onto the estimated fields. Optimally, one would use in-vivo 76 field measurements in the brain to gauge the accuracy of the simulations. In practice this is, however, 77 difficult: In-vivo measurements of the electric fields are experimentally very demanding and 78 susceptible to measurement errors, creating unwanted uncertainty in the data that is supposed to be 79 used as ground truth for validating the simulations. To-date, we are aware of three studies where head 80 model validation using direct in-vivo intra-cranial measurements of the electric fields in humans is 81
attempted. The first one by (Opitz et al., 2016) is focused on validating the assumption that the head 82 acts as an ohmic conductor. The second one by (Huang et al., 2017) reports TES-induced voltage 83 measurements on ten epilepsy patients with intra-cranial electrodes. The authors use the voltage 84 measurements for assessing the correlations between the simulated and measured voltage differences 85 and for calibrating the tissue conductivities of the individual head models. In similar vein, (Opitz et 86 al., 2018) compare simulated and measured fields in two epilepsy patients reporting slightly lower 87 correlations compared to those in (Huang et al., 2017) . The difference is probably explained by 88 differences in the experimental procedures, as the recording and TES electrodes were quite close to 89 each other and to nearby skull defects in the study of (Opitz et al., 2018) , suggesting that 90 discrepancies between real and modeled positions and anatomy might have had stronger effects on the 91 field comparisons than in (Huang et al., 2017) . (Huang et al., 2017) found that models based on 92 "standard" literature values for the ohmic conductivities systematically overestimated the recorded 93 voltage differences. On the other hand, (Opitz et al., 2018) found underestimated fields in one of the 94 studied patients, while the calculated e-fields were too high in the second patient. Recently, (Göksu et 95 al., 2018) demonstrated a novel non-invasive approach to reconstruct TES induced current densities in 96 the brain from MR images of the current-generated magnetic fields (magnetic resonance current 97 density imaging, MRCDI). They presented initial results on five subjects showing good agreement 98 between simulated and measured current densities, with a moderate but systematic underestimation of 99 the current densities by the models based on "standard" ohmic conductivities. Non-invasive 100 measurements would be the preferred approach, not only due to ethical aspects relating to invasive 101 studies, but also because invasive measurements change the volume conduction properties of the 102 head, thus introducing additional modeling complexities. MRCDI is a promising step to the correct 103 direction but needs further development before it can be applied for head model validation. 104
In this article, we compare four different automated methods for end-to-end electric field simulations 105 starting from a structural MR scan, followed by segmentation of the anatomy and generation of a 106 finite element (FEM) mesh, and finally calculating the electric field distribution in the brain for a 107
given stimulation protocol. We reproduce and extend the analysis presented in (Huang et al., 2017 ) 108
and (Huang et al., 2019) using a freely available data set from (Huang et al., 2017) . Specifically, we 109 set out to demonstrate four points: first, differences in the modeling pipelines, such as the choice of 110 segmentation and FEM approaches, often result in clear differences in the electric field simulations 111 that are in the range of what is considered physiologically relevant. Second, the field differences 112 depend on the size of the differences between the automatic head segmentations. Third, the field 113 differences are not reflected in the comparison between the simulated and measured fields, which can 114 be partly explained by the limitations of the validation data. Fourth, applying a standard linear 115 regression analysis to compare the simulations and measurements leads to a biased estimate of the 116 linear relationship between the two. In contrast, a more elaborate Bayesian regression analysis 117 overcomes this problem, and allows for quantifying the uncertainty in the parameter estimates, which 118 helps the interpretation of the fits between the simulations and measurements. 119
The results highlight the difficulty of validating the simulations, even when direct measurements are 120 available, and point to a need for a more careful analysis of the available data and for adopting a 121 strategic approach to future measurement studies in order to reach conclusive validations. 122 5
MATERIAL AND METHODS

123
The data set consists of 14 epilepsy patients with intracranial EEG electrodes planted for surgical 124 evaluation (Huang et al., 2017) . For each subject there exists a T1-weighted MR scan, a manually 125 corrected segmentation of the main tissue classes (white matter -WM, gray matter -GM, cerebro-126 spinal fluid -CSF, skull and scalp) along with annotations of the extra-cranial stimulation electrodes, 127 subgaleal electrodes, intracranial electrode strip, and the surgical drain. The locations, in MNI and 128 voxel coordinates, and measured voltages from the intracranial electrodes are provided as a text file. 129
In general, the stimulation electrodes are placed medially over the frontal and occipital poles, with 130 some exceptions, and transcranial alternating current stimulation (TACS) is performed with 1mA 131 baseline peak at 1Hz (Huang et al., 2017) . Based on the manually corrected segmentations, we 132 modeled the electrodes as 2 x 2 cm squares with 3 mm gel and rubber layers and determined their 133 locations manually in each subject. 134
We compare two different software tools for generating individualized head models and simulating 135 As a last step, the FEM mesh is generated by filling in the space between the surfaces with tetrahedra. 148
Note, that due to the chosen meshing approach, which first generates surfaces, the tissue classes need 149 to be nested which is ensured by the clean-up step after the initial segmentation. For further details we 150 refer the reader to (Nielsen et al., 2018) . 151
•
The headreco pipeline supports detailed cortical surface reconstructions, which are generated 152 using the computational anatomy toolbox (CAT12, http://www.neuro.uni-jena.de/cat/) implemented in 153 SPM12. The cortical surfaces from CAT12 replace the ones generated from the voxel segmentations in 154 the standard headreco pipeline, while other parts of the pipeline remain the same. We denote this 155 approach headreco+CAT. as open-source packages. The code for running the data analysis, described in the Analyses-section 176 below, is included in the supplementary material. 177
Simulating the electric fields 178
The electric field calculations are performed in SimNIBS 2.1 for the head models generated with its 179 pipelines (headreco, headreco+CAT and mri2mesh) and in ROAST v2.7 for the head models 180 generated with ROAST. The current flowing through the electrodes is set to 1mA, and the polarity 181 SimNIBS has native post-processing functions calculating the electric field for each mesh tetrahedra. 188
The post-processing in SimNIBS is more consistent with the mathematical formulation of the Finite 189 Element Method, where gradients are defined element-wise instead of node-wise (Zienkiewicz, O.C. ,
7
Taylor, R.L, Zhu, 2013), and yields more physically plausible results, as the electric field values are 191 discontinuous across tissue interfaces (Geselowitz, 1967 We performed two sets of analyses: the first one to quantify the differences in anatomical 200 segmentation accuracy along with the differences in the simulated electric field distributions between 201 the methods, and the second one to relate the electric field simulations to the measured potential 202 differences in the intra-cranial electrodes. All the pipelines were run with default settings with the 203 following exceptions: 204
• Both headreco and headreco+CAT were run with the -d no-conform option to avoid 205 resampling of the input scans. 206
• For P04 in headreco+CAT, we set the vertex density (-v option) to 1.5 Nodes/mm 2 207
• For P014 in mri2mesh, we set the number of vertices (--numvertices option) to 120000. 208
• For P010 the MR scan was resampled to 1mm 3 isotropic as ROAST v2.7 does not account 209 for anisotropic scans resulting in erroneous electric field estimates by effectively 210 changing the electric conductivities along the axis where the anisotropy occurs. In the 211 meantime, this bug has been fixed in a newer version of ROAST (2.7.1).
212
• For P06, we inverted the "x" component of the electric field calculated with ROAST to 213 account for the fact that ROAST does not correct for the "x" axis flipping indicated by the 214 header in the NifTi image. 215
The changes to the vertex densities in P04 and P014 were made as, after running the head model 216 pipeline, we found that the head meshes were missing volumes (WM in P04 and CSF in P014). In 217 both cases, increasing mesh density made surface decoupling more accurate and thus solved the 218 problems in meshing the surfaces. The average edge size, number of nodes and tetrahedra in the final 219 meshed obtained with each method is shown in Table 1 . 220 8 244
Variability in Segmentations and Electric Fields 245
Assessing the anatomical segmentation accuracy of the four methods requires a ground truth 246 segmentation to compare against. The manually corrected segmentations were created by first running 247 the ROAST segmentation tool on the T1-weighted scans, then automatically correcting the output 248 using a custom script, and finally correcting the remaining errors by hand (Huang et al., 2017) . 249
However, the data set is very challenging to segment due to the relatively low (clinical) MR scan 250 quality and surgical interventions, and some of the manually corrected segmentations still have 251 inaccuracies (see Figure 3 ). As the segmentation procedure is based on ROAST, the manually 252 corrected segmentations could also be biased towards the automated ROAST, headreco, and 253
headreco+CAT segmentations, which all use SPM12 to segment the head tissues. To partially correct 254 this issue, we generated a "consensus" head segmentation based on a multi-atlas approach using 255 majority voting (Iglesias and Sabuncu, 2015) . There, each of the segmentations obtained from the four 256 automated pipelines, as well as the manually corrected segmentation, cast a single vote on the 257 classification of each voxel, and the tissue with the most votes is selected. We can then compare the 258 individual segmentations to the consensus using the Dice overlap score. The Dice score is defined as: 259
where C and A denote the consensus and the automated, or manually corrected, segmentation masks 261 of a given tissue. It serves as an indication of the general segmentation differences between the four 262 methods, such that we can see if a segmentation method consistently deviates from the consensus. 263
The differences between the simulated electric fields given by the methods were measured calculating 264 the relative difference in the fields in GM for each pair of methods. 
The differences were evaluated in the middle cortical surface obtained from the CAT12 segmentation. 267
Electric field values were interpolated from the gray matter region of the FEM meshes to the cortical 268 surface. If necessary, electric field values were extrapolated by taking the nearest gray matter 269 neighbor. 270 271
Fitting Intracranial Measurements 272
In this analysis, we wanted to relate the intracranial voltage recordings to the field simulations. As the 273 electric field was not measured, but rather the voltage relative to a reference contact, we calculated 274 pairwise voltage differences between consecutive electrode contacts and divided them by the distance 275 between contacts. This corresponds to a coarse estimate of the electric field component along the 276 electrode axis. To provide an unbiased comparison, the same procedure was done with the 277 simulations, where the simulated voltages were sampled in the contact locations in SimNIBS, by 278 performing barycentric interpolation based on the electric potentials calculated in the mesh nodes, and 279
in ROAST by interpolating the gridded voltage values. 280
Next, we fitted a standard linear model for each subject and method: 281
Where ) /, * denotes a normal distribution of mean / and standard deviation *, & #,% is a vector of 284 the simulated potential differences for subject s and method m, " # is a vector of the recorded potential 285 differences in subject s, and the noise ' #,% for each subject and method is assumed to be drawn from a 286 normal distribution with mean zero and standard deviation * +,# . For each subject and segmentation, 287
we report the slope $ #,% , the coefficient of determination (r 2 ) and correlation (0). This serves as a re-288 analysis of the results by (Huang et al., 2019 (Huang et al., , 2017 in comparing simulations to intracranial electrode 289
recordings. 290
We found that the standard slope estimates were correlated with the measured field strengths, 291
indicating that subjects with low signal had a systematic bias towards underestimated regression fits 292 (see Results section for details). To account for the bias, we performed a hierarchical Bayesian 293 regression analysis, where the slope of each subject and method $ #,% is drawn from an underlying 294 distribution for the group-level slope of each method $ % . In addition, we adopted a Bayesian errors-295 in-variables model (Gull, 2013; Minka, 1999) , which allows accounting for noise in the measurements 296 as well as uncertainties in the simulations that arise from noise in the MR scans, uncertain electrical 297 conductivity values and segmentation errors. In short, the regression model now becomes: 298
where & #,% * is a vector of the unobserved "true" simulated values, and & #,% is a vector of the observed 300 simulated potential differences. Note that in this model, not only measurement noise is considered, but 301 also uncertainties in the simulations. We further assume that the slopes are generated as: 302
where $ % is the unobserved hyperparameter for the group average slope of method m, and the 303 standard deviation * 3,% captures the subject-level variation of the slopes. If the estimated subject-304 specific slopes are close to each other this variation will be small, whereas if they are far apart the 305 variation will be large. We further need to define prior distributions on the noise parameters, the The benefit of adopting this type of Bayesian modeling is three-fold: first, as mentioned before, the 311 noise and uncertainties in the measurements and simulations can both be estimated in a principled 312 way. Second, we can study the posterior distributions of the slope for each subject and method to see 313 which values are supported by the data given the model. Third, we can evaluate the group differences 314 between the methods using the posterior predictive distribution of the slope for an unseen subject. 315
316
RESULTS
317
Variability in Segmentations and Electric Fields 318
Here we aim to show that the different modeling pipelines yield different segmentations and electric 319 field distributions, and that the differences between the simulations are large. Figure 1 Corrected segmentations are closest to the consensus obtaining a Dice score above 0.9, followed by 326 ROAST and finally mri2mesh. As the consensus segmentation is based on votes from the different 327 methods, there is a chance that it might be unfairly biased towards a subset of the segmentation 328 approaches. In this study three of the five approaches originate from SimNIBS, which could lead to 329 ROAST having lower Dice scores due the consensus segmentation agreeing more with SimNIBS-330 based methods. However, as four of the five approaches, namely headreco, headreco+CAT, ROAST 331
and Manually Corrected, are based on SPM12 this is unlikely to be the case. To verify this, we 332 additionally computed the Dice scores compared to a consensus segmentation where one of the 333 To get a better understanding where the segmentation differences arise from, we picked the subject 338
where the methods agreed most (Fig. 2) , i.e., highest average Dice score over tissues, subjects, and 339 methods, and the subject where the methods disagreed the most (Fig. 3) , i.e., lowest average Dice 340 score over tissues, subjects, and methods. Two additional subjects with second-best and second-worst 341 The differences in the norm of the electric field in the cortex exceed in part 50%, and also the 343 positions of the most strongly simulated brain areas (the "hot spots") vary across methods. This would 344 clearly change our interpretation of which brain areas get most strongly stimulated and how strong the 345 stimulation effects might be. For example, in the case of the subject in Figure 3 , the e-field 346 simulations based on mri2mesh reach 0.2V/m in the prefrontal cortex, but they hardly exceed 0.1 V/m 347 in the simulations based on ROAST. While there is no consensus about the minimal field intensities 348 where the methods disagree (Figure 3 and S23) . Specifically, the gray-white matter contrast is higher 360 in the T1w scans where the methods agree, whereas the T1w scans where the methods disagree seem 361
to be contrast-enhanced, see e.g., the superior sagittal sinus posterior to the ventricles in Figures 3 and  362 S23. This shows that the uncertainties in the segmentations are directly related to input MR data 363 quality, resulting in more disagreement between the methods when the contrast between tissues is 364 poor. The poor agreement between mri2mesh and the consensus is explained by the fact that 365 mri2mesh segments the subcortical GM and the whole cerebellum as WM, resulting in lower Dice 366 scores for WM and GM. Furthermore, the extra-cerebral segmentations rely on a fairly simple 367 method, which has been shown to be outperformed by the SPM12-based approaches (Nielsen et al., 368 2018) . mri2mesh also does not model the air pockets in the head, which might affect the fields 369 estimates for some electrode montages located close to the sinuses. The largest difference between the 370 two headreco pipelines and ROAST seems to be that the ROAST segmentation is generally less 371 smooth in the sense that the tissue segmentations are not spatially continuous. This is apparent even in 372 the two cases where the MR contrast is good (Figures 2 and S22) . The consensus segmentation 373 allows for visualizing the systematic segmentation errors across all methods by studying the two 374 consensus segmentations where the methods agree the most (Figures 2 and S22 ). We observe that the 375 sulcal CSF seems to be often segmented as GM, and that the skull is under-segmented when spongy 376 bone is present. Example segmentations of all the subjects from the automated methods are provided 377 in the Supplementary Material 2. 378 379 Next, we study the differences in the simulated electric fields between the automated methods. Table  380 2 shows the average relative difference between the electric field simulations (eDiff, Eq. 2) for each 381 pair of methods. The results from headreco and headreco+CAT agree most, which is expected as the 382 only difference between the two is in the GM surface reconstruction. mri2mesh is the most different 383 from all other methods, with differences in the range of upper 40%, which is likely due to two factors: 384 first, the segmentation approach is different from the other methods, i.e., not based on SPM12, and 385 second, mri2mesh does not model the neck resulting in differences in electrode placement in those 386 subjects with an electrode in the neck. ROAST has differences around 25% from the headreco 387 methods, all of which share large parts of the segmentation algorithm, as they are based on SPM12. 388
However, post-processing of the segmentations and the electric fields differs and is likely to cause 389 most of the observed differences in the electric fields. 390
391
To link the segmentation differences to e-field differences, we calculated the average Dice scores over 392 the tissues between the segmentations from each pair of methods and split the subjects to low and 393 high Dice score groups based on the median. We then plotted the relative e-field differences (eDiff, 394
Eq.2) in both groups for each pair of methods, which are shown in Figure 4 . In all comparisons the 395 higher Dice score group, i.e., above median, has a lower relative e-field difference than the lower Dice 396 score group, indicating that when the segmentations agree so do the field simulations. This effect can 397 be seen also in the small difference between the high and low Dice score groups between headreco 398 and headreco+CAT as the segmentations from both approaches are very similar to each other. 399
400
We visually explored the simulation results to get a qualitative overview of the typical segmentation 401 differences that cause the e-field differences. Some informative examples are shown in Figure 5 . In 402 general, we see that the amount of CSF has a large effect on the simulated electric fields likely due to 403 shunting effects. The first row in Figure 5 shows that if the amount of CSF is less, the simulated fields 404 in the cortex can be much higher as the current does not redistribute through the highly conducting 405 CSF. Thus, accurate segmentation of the GM sulci also becomes important for locally accurate field 406
modeling. The second row shows a similar effect, where the skull is mislabeled either as CSF (left) or 407 scalp (right). The final row in Figure 5 shows spurious islands of GM voxels in the ROAST 408 segmentation, which can lead to extremely high field estimates in GM as these voxels are close to 409 skull and surrounded by CSF. We note that segmenting out the CSF on this data set is challenging as 410 no T2-weighted (T2w) scan is provided. As the skull-CSF border is highly visible in T2w scans, they 411 typically contribute to an accurate placement of the skull-CSF border (Nielsen et al., 2018) . 412 In Figure 6 , we show the norm of the electric field in WM, GM and CSF for both ROAST and 414
Mean electric field difference (eDiff)
ROAST
headreco+CAT in subject P03. The effect of the different electric field post-processing schemes 415
between SimNIBS and ROAST is quite striking: the interpolated field in ROAST is blurred, making the 416 WM-GM border invisible and causing the large electric field estimates in the skull to bleed into CSF 417 and to a lesser extent into GM. This effect makes the electric field estimates for CSF in ROAST 418 clearly overestimated, as the fields in CSF are lower due to its high electric conductivity. 419 420 Table 2 : Mean electric field differences (eDiff) between the methods measured in the middle gray matter surface.
Figure 4:
The relative e-field differences (eDiff) for each pair of methods grouped by the average Dice score over tissues to either below or above median. Clockwise from upper left corner: mri2mesh, ROAST, headreco+CAT and headreco. Note that for all comparisons the above median group has a lower relative field difference, implying that when the segmentations agree better the simulations deviate less from each other.
Figure 5:
Examples of segmentation and electric field norm differences. First row: the amount of estimated CSF and differentiation of GM sulci result in different fields. Second row: erroneous segmentation of skull as CSF results in lower fields as the thicker CSF layer allows for more shunting. Third row: spurious islands of GM voxels in ROAST can have very large field estimates. Note that the electric field scale is different between the figure rows.
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Fitting Intracranial Measurements 425
Standard regression analysis 426
We first present the results from a standard regression analysis to reproduce the comparison of the 427 methods from (Huang et al., 2019) . Figure 7 shows the coefficient of determination (r 2 ) and the slope 428 ($ #,% ) of the standard linear regression (Eq. 3) for each subject and method, and Table 3 shows the 429 mean and standard deviation of both quantities, along with the correlation (0), across all subjects. 430
Assessing Figure 7 qualitatively, it seems that all methods perform approximately equal in predicting 431 the recordings in terms of both the r 2 and the slope. Testing for differences using a one-way repeated 432 measures ANOVA revealed no statistically significant differences in the r 2 values between the 433 methods (p=0.065) but did so for the slope values (p=0.021). However, pairwise post hoc 434 comparisons between the slope estimates of methods did not reveal any differences using Tukey's 435 Honest Significant Difference test. When not considering multiple comparisons in the post hoc tests, 436
we find trends of differences between the slope estimates of headreco and headreco+CAT (p=0.009), 437 headreco and ROAST (p=0.017), and headreco+CAT and mri2mesh (p=0.027). The range of 438 explained variance (r 2 ) seems to be large over the subjects, where in some subjects (P04 and P07) the 439 modeled fields explain the measurements well, while in others (P06 and P09) the prediction is poor. 440
These results are in line with the ones reported in (Huang et al., 2019 (Huang et al., , 2017 Opitz et al., 2018) . In 441 addition, we also observe that all methods tend to overestimate the measured potential differences as 442 reported by (Huang et al., 2019) , but that the correlations are similar for all methods and close to the 443 ones reported for the head models generated from the manually corrected segmentations (Huang et al., 444 2017) . Similar to the results in (Huang et al., 2019) , we find no statistically significant differences in 445 the accuracy of the field predictions between the methods. This result suggests that even though there 446 are clear differences in the electric field simulations between the methods, as shown in Table 2 , these 447 differences are not reflected in the comparison with the measurements. The large inter-subject 448 variability in the regression fits likely explains the inconclusive result, but, as we show in the 449 following, this variability is not a result of poor electric field simulations alone but is partly explained 450 by the limitations of the intra-cranial measurements. 451
To link the intra-cranial measurements to the slope estimates from the standard regression, we plot the 452 correlation between the strength of the recorded potential differences and the slope estimates in Figure  453 8. We find a statistically significant correlation for all methods except headreco. That is, the linear 454 relation is weak, i.e., the slope is close to zero, for the subjects where the measured signal is also 455 weak. In contrast, the slope is steeper and closer to one for subjects where the measured signal is 456 strongest. This implies that the slope estimates are underestimated in the standard regression analysis 457 when there are large uncertainties present in the simulations. In fact, it is well-known that if noise in 458 the so-called independent, or predictor, variables is unaccounted for, the regression coefficient will be 459 (Frost and Thompson, 2000; Fuller, 1987) . The problem persists even if the predicted 460 and independent variables are exchanged as then the noise in the measurements is ignored, or if an 461 intercept term is added. and measurements, based on the slope fits, for the majority of the pipelines, whereas the other two 470 To quantify the differences between the slope estimates from the standard and Bayesian analysis we 487 sampled 4000 slope estimates from the normal distribution governing the slope of the standard 488 regression in each subject, compared those in a pairwise manner to the slope samples from the 489 posterior distribution in each subject, and computed the probability that the standard regression slope 490 is smaller than the corresponding Bayesian one. The probabilities computed this way are: 0.867 for 491 mri2mesh, 0.866 for headreco+CAT, 0.869 for headreco, and 0.861 for ROAST, revealing a large 492 probability that the slopes obtained with standard analysis will be smaller than the ones obtained with 493 the Bayesian analysis. The distribution of these pooled differences for each method over all subjects is 494 shown in the Supplementary Material 2 (Figure S.18 indicating that the slope estimates from the Bayesian analysis are generally larger than the ones 496 obtained from the standard regression analysis. To link this to a more classical statistical analysis, we 497 performed paired Wilcoxon signed-rank tests between the standard slope estimates (Figure 7 ) and the 498 posterior means, which resulted in the p-values < 0.001 for all segmentation methods. Thus, both the 499 Bayesian analysis and a standard pairwise test between the slope estimates indicate that the regression 500 results in Figure 7 and Table 3, Table 3 , second row) did not show 505 differences between the standard and Bayesian regression, indicating that the correlation estimates 506 from the two analyses agree to a large extent on this data set. The full analysis of the correlation 507 coefficients can be found in Supplementary Material 2. 508 509 Next, we investigate if the Bayesian regression analysis reveals differences between the simulation 510 pipelines not picked up by the standard regression analysis. To compare differences between the 511 methods, we first pooled the differences between the slope samples from the posterior distributions 512 for each pair of methods over all subjects. The distribution, along with the individual slope posteriors 513 for all subjects and methods, is shown in Supplementary Material 2 (Figure S.19) . In general, we find 514 that the differences between methods are small as the peaks of the difference distributions are close to 515 zero, although more extreme differences are also supported by the model given the data. We also 516 plotted the posterior predictive distributions of the slope $ H IJ for an unseen subject given the data, 517 overlaid with the median and 95% confidence interval of the slopes estimated using the standard 518 regression analysis in Figure 10 . This distribution can be estimated by sampling from Equation 6 519 using the posterior estimates for the hyperparameters $ # and * #,% . The posterior predictive 520 distribution tells us, which slope values we should expect, given the data we have seen, if a new 521 subject were to be measured. Here, we see some differences between the methods, namely that 522 headreco+CAT and ROAST seem to predict higher median slope values for an unseen subject 523 although the variability remains high. Importantly, however, a slope of one, indicating perfect linear 524 fit between simulations and measurements, is well within the 95% compatibility interval (dashed 525 orange lines) for all methods. This observation can be confirmed when inspecting the Bayesian 526 regression results on the individual level (Suppl. Material 2), where a slope of one is contained in the 527 95% compatibility interval in most of the subjects. Finally, Table 4 lists the summary statistics for the 528 posterior predictive distribution of the slope for each method. 529 530 24
To conclude, in contrast to the standard analysis, the Bayesian alternative reveals that the slope 531 estimates supported by the data can vary hugely depending on the measured signal. This implies that 532 linking modeling differences, resulting from segmentation and FEM, to intra-cranial measurements is 533 extremely difficult on this data set due to the noisy recordings. Furthermore, interpreting the results 534 from the standard analysis can lead to overly confident conclusions, such that the simulated fields 535 systematically overestimate the measured fields, if the variability in the parameter estimates is not 536 accounted for. 537 538 539 Figure 9 : Bayesian regression analysis for subject P014. The first panel shows results for P014C, and the second panel for P014D. In each scatter plot the black line denotes a slope of one, the orange line is the median of the posterior distribution for the slope with the shading denoting 95% compatibility interval, and the green line is the standard slope fit (as in Figure 7) . The histograms show the posterior distributions of the slope and correlation with the median denoted as an orange solid line, the 95% interval as a dashed line, and the green solid line denoting the standard fit (as in Figure 7) . Similar plots for all subjects are included in the supplementary material. In the current work, we analyzed an openly available dataset (Huang et al., 2017) with intracranial 544 electric potential recordings, MR scans and manually corrected segmentations to relate electric field 545 simulations from four simulation pipelines to measured data. First, we showed that the differences in 546 the segmentation and FEM modeling approaches in the software pipelines result in clear differences 547 in the simulated electric field distributions. Next, we linked the simulations to the intra-cranial 548 measurements using standard statistical analysis showing that all methods predict the measurements 549 equally well even though the simulated fields differ up to 49%. This result was also found previously 550 Table 4 : Posterior median, 97.5 th percentile (+) and 2.5 th percentile (-) of the slope predictive distribution for the slope ($ H IJ ) for each head modeling pipeline, given data for all subjects. The values correspond to the orange lines in Figure 13 .
